
 

AMENDMENT 
Request for Proposal 

 
 
Amendment Date: February 6, 2013 
 
Amendment Number: 2 
 
Bid Event ID: EVT0002013 
 
Document Number: RFX0000362 
 
Closing Date: February 21, 2013,  2:00 PM 
 
Procurement Officer: Tami Sherley 
Telephone:  785-296-3122 
E-Mail Address: tami.sherley@da.ks.gov  
Web Address: http://da.ks.gov/purch 

 
Item: Maintenance Services, Laboratory Equipment 
 
Agency: Kansas Bureau of Investigation 
 
Period of Contract: One (1) year from Date of Award 
 (with the option to renew for four (4) additional one (1) year periods) 
 
Conditions: 
 
See the attached answers to questions submitted to the Procurement and Contracts concerning 
the above mentioned RFP. 
 
A signed copy of this Amendment must be submitted with your bid.  If your bid response has been 
returned, submit this Amendment by the closing date indicated above. 
 
I (We) have read and understand this amendment and agree it is a part of my (our) bid response. 
 
NAME OF COMPANY OR FIRM:  

SIGNED BY:  

TITLE:  DATE:  

   

Amendment Number 2 EVT0002013 was recently posted to the Procurement and Contracts’ Internet 
website.  The bid document can be downloaded by going to the following website: 
 
http://www.da.ks.gov/purch/RFQ/ 
It is the vendor's responsibility to monitor the Procurement and Contracts’ website on a regular 
basis for any changes/addenda. 
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Q1.  Is there a previous contract for this equipment?  

A1.   All equipment is under a service contract or a recently expired contract. 
 

Q2.  Who is the vendor currently servicing the equipment?  

A2.  HS-GCs: Perkin-Elmer expired 1/31/2013 
 RapidTrace: Biotage expires 4/30/2013 
 DSX: Neogen (provided by Excalibur) expires 4/21/2013 
 
Q3.  What was the cost of the last year's contract and is this the same equipment 
 as last year's contract?  

A3. This information is not available. 

 
Q4.  Is the contract available for viewing?  

A4. This information is not available 

 
Q5.  Is there a service history available?  

A5. Service histories of the various equipment consists of minor repairs and annual preventive 
 maintenance visits.  None of the equipment have required major repairs. 
     PerkinElmer GC/HS-40 installed 1999. 
                PerkinElmer Claris GC/HS-101 installed 2005. 
                RapidTrace installed 2002. 
                DSX installed 2008. 
 
Q6.  Is all the equipment up and running?  

A6. All of the equipment is in use at this time and operating satisfactorily.  

   


